Objective optical assessment of photoreceptor function may permit earlier diagnosis of retinal disease than current methods such as perimetry, electrophysiology, and clinical imaging. In this work, we describe an adaptive optics (AO) optical coherence tomography (OCT) system designed to measure functional responses of single cones to visible stimuli. The OCT subsystem consisted of a raster-scanning Fourier-domain mode-locked laser that acquires A-scans at 1.64M Hz with a center wavelength of 1063nm, and an AO subsystem providing diffraction-limited imaging. Analysis of serial volumetric images revealed phase changes of cone photoreceptors consistent with outer segment elongation and proportional to stimulus intensity, as well as other morphological changes in the outer segment and retinal pigment epithelium.
exams, are effective after extensive pathological changes, but not in the earliest stages of disease. Adaptive optics (AO) flood imaging [1] , conventional optical coherence tomography (OCT) [2, 3, 4] , and full-field OCT [5] have revealed changes in the human photoreceptor outer segment (OS) in response to visible stimuli. Here, we describe an OCT imaging system that leverages the three-dimensional cellular resolution of AO and OCT [6, 7] and the speed of a Fourier-domain mode-locked (FDML) laser [8, 9] . This enabled us to resolve cone photoreceptors in three dimensions and characterize changes in single cones OS morphology evoked by impulse-like bleaching flashes. To our knowledge, the instrument described here is the fastest AO-OCT system to date.
Methods

AO-OCT System
A schematic of the AO-OCT system is shown in Fig. 1(A) . The AO-OCT system consisted of two main parts: a swept source (SS)-OCT subsystem and an AO subsystem based on a Shack-Hartmann wavefront sensor (SHWS) and voice-coil based deformable mirror (DM).
The swept-source was a Fourier-domain mode-locked (FDML) laser (FDM-1060-750-4B-APC, OptoRes GmbH, Munich, Germany) operating at an A-scan rate of 1.64M Hz [8, 9] . A Michelson interferometer configuration with three 50:50 fiber couplers was used to balance spectra of two detection channels. This topology is advantageous in suppressing the relative noise intensity (RIN) from the laser [10] . The exposure level of the imaging beam was limited to 1.8mW , which is within the limit determined by the ANSI standard for the safe use of lasers, and the measured sensitivity of the system was −85dB. The sample arm of the system consisted of pairs of spherical mirror telescopes in an out-of-plane configuration ( Fig. 1(B) ) [11] to correct beam distortions and astigmatism that otherwise accumulate as light is relayed off-axis by multiple in-plane spherical mirrors. The scanning system contained a resonant scanner (SC-30, Electro-Optical Products Corp., Ridgewood, NY, USA) oscillating at 5kHz
in the horizontal direction which allowed 160 A-scans in each B-scan, and a galvanometer scanner in the slower vertical direction. The scanner configuration, in concert with the A-scan rate, permitted acquisition of 32 volumes per second over a field of view of 1 • × 1 • . Table 1 summarizes the significant characteristics of the system and data acquisition settings during imaging. The axial resolution of the OCT system was estimated experimentally by placing a flat mirror in place of the subject's eye and measuring the full width at half maximum (FWHM) of the PSF. As is shown in Fig. 2(B) , the axial resolution was 10.8µm in air which corresponds to 7.8µm in tissue (n = 1.38). Sensitivity roll-off was determined by moving the reference arm while a flat mirror was placed in the sample arm. Based on the roll-off in 
Imaging Protocole
Two subjects, free of known retinal disease, were imaged after obtaining informed consent. 
Signal processing
A strip-based registration method [14, 15] was implemented to track individual cones in the volume series. First, the volumetric images were segmented axially and the inner-outer segment (IS/OS) and cone outer segment tips (COST) layers were automatically identified and projected. The en face projection of the cone mosaic from a single volume and an average of 30 motion-corrected volumes is shown in Fig. 3 . For each series, a single IS/OS projection was selected as a reference image, and the remaining projections were divided into strips of of the object's motion [16] , we recorded the phase difference between the reflection at IS/OS and COST [15] , which provides an estimate of OS length change that is immune to artifacts of axial eye movement:
where A is a complex number corresponding to OCT signal measured at reflection from COST, B * is the complex conjugate of OCT signal measured at reflection from IS/OS, and m is the number of A-scans recorded within each single cone. After subtracting the phase values from the initial phase difference, (∆φ) t 0 , and unwrapping them, the physical OS length change was measured using equation 2:
where n is the refractive index of the OS (∼ 1.38) and λ is the wavelength of the imaging light source (1063nm). shown as a function of time. Responses of a single cone to three different flash intensities are shown in Fig. 4(B) . Each response is the OS elongation corresponding to the measured phase difference between IS/OS and COST. It is apparent that the magnitude of elongation varies with stimulus strength, as does the time required for the cone to recover its baseline length.
Results and Discussions
This observed elongation of foveal/parafoveal cones, and the dependence of elongation on stimulus intensity, is qualitatively consistent with previously reported elongation of peripheral cones using full-field OCT with computational aberration correction [5] . We hypothesize that the mechanism of this elongation is osmotic swelling of the outer segment, as it is consistent with observations made using conventional OCT images in human rods [4] and mouse rods, in which elongation is suppressed in mice lacking transducin [17] . In addition to OS elongation, changes in the axial morphology of cones were observed subsequent to the stimulus flash.
Representative M-scans of single cones for photopigment bleaching percentages of 1.8, 7 and Fig. 5 . The reflectivity of this band and its maximal axial distance from IS/OS appear to be proportional to the bleaching light intensity, and it is most evident in the 70% bleaching trials (5 C), where it moves half the length of the OS within 1-2 seconds. Generally, OCT signals are attributed to refractive index mismatch, and the movement of this band is consistent with the movement of a refractive index boundary. Such a boundary could be generated, for instance, by an abrupt change in disc spacing or concentration of a visual cycle intermediate. The observation is also consistent with coherent effects of modulation in disc spacing [17] . Another common observation was a change in the appearance of the space distal to COST, including the subretinal space (SRS) and RPE. The RPE band appears to split, with its apical portion moving inward, toward COST. If melanosomes are an important source of RPE scattering [18] , the observed movement could be an indication of melanosome movement into the apical part of the RPE cell. This is consistent with light-driven translocation of melanin observed in amphibians [19] , but not previously reported in mammals. It may also be a consequence of inward water movement across the Bruchs-RPE complex.
A critical feature of this system's design is its speed. For the most intense stimuli, we observed initial phase changes of up to 50 rad/s. In order to correctly unwrap phase, the phase change between consecutive samples should be less than π radians. This suggests that the minimal rate at which cones must be imaged, i.e., the minimal volume rate, is 16Hz. In the presence of noise, it is likely that a higher rate is required. Our volume rate of 32Hz proved sufficient for measuring these fast changes. Another benefit of high-speed acquisition is the reduction of intraframe eye movement artifacts, which permits better registration of frames and tracking of cones.
Conclusions
We have demonstrated that AO-OCT may be used to detect and measure functional responses of foveal cone photoreceptors. It reveals stimulus-evoked OS phase changes, consistent with OS elongation, similar to those previously detected in foveal cones using AO flood illumina-tion and peripheral cones using full-field SS-OCT, and consistent with elongation observed in human and mouse rods. In addition, our images reveal stimulus-evoked changes in the intensity and organization of the outer retinal bands. These functional responses represent a rich set of biomarkers of photoreceptor function.
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